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Abstract – In this paper the exoskeleton P.I.G.R.O. (Pneumatic Interactive Gait Rehabilitation 
Orthosis), developed in the Department of Mechanical and Aerospace Engineering (DIMEAS) 
Politecnico di Torino with the important co-operation with doctors, is presented. It was preliminary 
designed for a completely unloaded walking gait cycle in order to treat the first steps of the neuro-
rehabilitation trainings. An initial FEM evaluation of P.I.G.R.O. structure is here presented. It 
underlines a lot of important aspects and techniques to analyse the structural characteristics of 
P.I.G.R.O. legs rigid parts using a commercial software but analysing both the actions of the 
pneumatic actuators and of the patients muscles and/or movements. The results obtained are good 
and allow to verify the P.I.G.R.O. legs structure and to establish a procedure to study its 
characteristics also with the presence of the patient. 
  
Keywords:  FEM analysis of an Active Exoskeleton, Design of an electro-pneumatically controlled 
Exoskeleton for Neuro-Rehabilitation Training, Structural Study of an Active Exoskeleton weared 
by the patient, Robotic Neuro-Rehabilitation Device, FEM considerations about an Electro-




An exoskeleton, in general, is an electro-pneumatic 
device often with an electro-pneumatic control, 
wearable by the subject (healthy subject or not) 
useful for specific operations [11],[2],[12],[16]. 
For example an exoskeleton is capable to increase 
the muscle force of a healthy subject or it can help a 
patient to do some movements, both for daily 
assistance and for rehabilitation purposes. 
An exoskeleton works in parallel with the human 
body of the subject that wears it and it can be an 
active or a passive exoskeleton. 
In general the advantages in the use of an 
exoskeleton are [13],[1]: the possibility to impose 
the movements with continuity and regularity; the 
possibility to measure a lot of parameters during its 
use, as it can have various kinds of sensors; the 
possibility to help the physiotherapist in his work 
during the rehabilitation training; the possibility to 
do easier the human muscles work in some 
industrial operations.  
Sometimes the control of the exoskeleton is an 
electro-pneumatic control [10], using standard 
pneumatic actuators or pneumatic muscles [9],[15]. 
The advantages of an electro-pneumatic control 
are: the possibility to regulate easily the force 
imposed on the human limbs during the training 
with the exoskeleton, for example reducing the 
pressure in the pneumatic actuators; the useful 
effect of the variable stiffness of the air, giving 
comfort and safe to the subject; the use of an energy 
source clean and safe, suitable for hospital 
environments; the possibility to have an actuation 
not sensible to electro-magnetic interferences and 
suitable to be used also outside from the 
rehabilitation centers.  
In this paper the exoskeleton P.I.G.R.O. 
(Pneumatic Interactive Gait Rehabilitation Orthosis) 
is presented. It was fully developed in the DIMEAS 
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(Department of Mechanical and Aerospace 
Engineering) of Politecnico of Torino (Italy) together 
with an equip of doctors of the University of Torino, 
Department of Phycology and Puzzle Center for 
brain strokes (Torino, Italy). 
In June 2015 P.I.G.R.O. was selected among the 
best five more interesting  projects in the Soft-
landing Programme,  APAC Innovation Summit 2015 
Series—Robotics—Hong Kong, 22–27 June 2015. 
In June 2017, during the 26th International 
Conference on Robotics in Alpe-Adria-Danube 
Region, RAAD2017, the authors received the Gold 
Best Application Paper Award [3]. 
In these years P.I.G.R.O. became a Patent of the 
Politecnico di Torino (“Active orthosis for the motion 
neurological rehabilitation of lower limbs, system 
comprising such orthosis and process for operating  
such system”, G.Belforte, G.Eula, S.Appendino, 
G.C.Geminiani, M.Zettin, Patent EP 2 825 146 B1, 
March 2012) [17],[4]  and in May 2017 a spin-off for 
the industrialisation of this prototype started up. 
 
2. P.I.G.R.O. Characteristics 
 
The study and the design of the active exoskeleton 
P.I.G.R.O. was carried out by the Research Group of 
Prof. Guido Belforte (“Doctor Honoris Causa” of the 
Universitatea Politehnica din Bucuresti Romania) 
together with a doctors equip. 
The prototype P.I.G.R.O. here presented was 
designed for rehabilitation training with the patient 
fully unloaded, suspended to a Body Weight Support, 




Figure 1: The exoskeleton P.I.G.R.O. and its control box on board 
 
P.I.G.R.O. allows the movements of the patient’s 
lower limbs in the sagittal plane. 
The rigid parts making of the legs of P.I.G.R.O. are 
constructed in C72 steel and in Aluminium 7075 
(Ergal) to allow to the patient that wears this 
exoskeleton to do some little movements in the 
frontal plane too during the rehabilitation training 
with the patient fully unloaded. 
As the length of the femur and of the tibia is 
adjustable in order to adapt the exoskeleton to the 
anthropometric dimensions of the subject, the rigid 
parts of the legs of P.I.G.R.O.  (femoral parts and tibia 
parts) are built in two parts capable of moving each 
other giving an adjustable length between the hip 
and the knee joint and the knee and the ankle joint. 
This is a manual regulation and some parts of 
Turcite were interposed between the two movable 
elements in order to reduce the friction effects. 
P.I.G.R.O. has a rear adjustable handle (Figure 2). 
As it is shown in the Figure 2b, the handle has: a 
cover (1), two rigid bars (2) and (4), the screws (3). 
The handle geometry was defined after several 
studies on various configurations and gives a system 
that: allows a wide pelvis width regulation, gives a 
strong support for the P.I.G.R.O. legs, provides two 
lateral supports through which the therapist can 
stabilize during the training the patient’s vertical 
position. 
This regulation is obtained using two electric 
motors. 
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The Range Of Movement (R.O.M.) in P.I.G.R.O. are: 
hip joint from -20° to +20°; knee joint from 60° to 0°; 
ankle joint from -25° to 25°. In particular the ankle 
R.O.M. is more than the physiological one (standard 
walking on the ground) as in this way the motor 







Figure 2:  Some details of the rear handle and its 
motorized system 
 
The anthropometric regulations in P.I.G.R.O. 
[6],[7] are from the 10%ile Italian woman to the 
95%ile Italian man, with a pelvic width regulation 
from 300 mm in the 10%ile Italian woman to 650 
mm in the 95%ile Italian man. The femur length can 
be varied from 370 mm to 500 mm, the tibia length 
from 360 mm to 500 mm, always referring to the 
10%ile Italian woman to the 95%ile Italian man. 
In P.I.G.R.O. these anthropometric regulations are 
manually carried out before the start of the 
rehabilitation training. 
The pneumatic cylinders of P.I.G.R.O. are: hip 
joint bore 40 mm, stroke 24 mm; knee joint bore 40 
mm, stroke 35 mm; ankle joint bore 32 mm, stroke 
40 mm. 
Using a pressure of 6 bar (6 × 105 Pa) the torques 
in the joints are: hip joint 45 Nm; knee joint 45 Nm; 
ankle joint 25 Nm. These values are proper for the 
fully unloaded walking. 
The electro-pneumatic control of P.I.G.R.O. uses 
32 electro-pneumatic valves 2/2 to control the 
pneumatic actuators. 
In the fixed control box there are two electronic 
pressure regulators that allows to regulate 
separately the pressure in the two legs of P.I.G.R.O. 
On the hip joint and on the knee joint the 
pneumatic actuators are fixed with the principle the 
agonistic-antagonistic muscle, as this configuration 
allows to reduce the encumbrance and the 
dimensions of the cylinders required. In the Figure 3 
some details are shown. 
 
 
Figure 3:  Details of the pneumatic actuators fixed 
with the principle of the agonistic-antagonistic muscle 
(knee joint) 
 
Thanks to a proper electro-pneumatic control 
system, put in the box on board and in the fixed box, 
it is possible, if it is required, to impose two different 
pressures in the two legs of P.I.G.R.O.. This is useful 
in the case of treatments with patients having an 
asymmetrical condition in the two legs. 
These pressures are adjustable from the control 
software of P.I.G.R.O. and they can be read on two 




Figure 4: Pressure manometers in the fixed box used to 
set and to read the pressure in the two legs of P.I.G.R.O. 
 
The software of P.I.G.R.O. allows to control the 
exoskeleton, to manage the rehabilitation training 
(with a lot of options required by the doctors), to 
save the data. 
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The authors also studied and realised an 
innovative and efficient patient harness system, 
useful to suspend the patient to the Body Weight 
Support. Using this harness system the patient can 
be suspended for 1 h without any pain, with the legs 
in a vertical position and free in the movement. 
Carrying out specific tests on a fully unloaded 
walking conditions, authors studied and defined 
innovative control curves proper for the unloaded 
gait cycle [8]. 
Furthermore a lot of tests were carried out 
[3],[17],[4],[14],[5] in order to: design and realise a 
specific electro-pneumatic control system; obtain 
proper anthropometric regulations and wide R.O.M. 
(Range Of Movement)  on each joint; select the best 
pneumatic actuators capable to give the required 
torques; study and define specific curves for the 
unloaded walking [8]; analyse the main structural 
characteristics of the construction of the P.I.G.R.O. 
legs. 
In particular this paper presents some results of a 
FEM analysis on a P.I.G.R.O. leg under the forces give 
by the pneumatic actuators and by the patient. This 
analysis is important in order to analyse the 
geometry, the characteristics and the safety of the 
structure making the leg of P.I.G.R.O. 
 
3. Some Results from a FEM Analysis on a 
Leg of P.I.G.R.O. 
 
Using a specific commercial software, some 
structural evaluations were carried out.  
This FEM analysis on P.I.G.R.O. was carried out on 
a single leg, in order to use an easier geometry for 
the simulation and to reduce the time calculation. 
The analysis was carried out placing a locking 
(green arrow-shaped objects in Figures 5 and 6) 
close to the hip joint, where P.I.G.R.O. leg is 
connected to the rear handle. 
Figure 5 show the details of the: locking, thigh 
support, load a), femur, calf support, load b). 
Here the thigh and the calf supports were only 
used to schematize the application of the loads due 
to the patient. 
In fact the loads on P.I.G.R.O. leg structure are 
from the pneumatic cylinders and from the patient’s 
autonomous movement. 
In particular the torques on P.I.G.R.O. joints are 
equal to the values here above mentioned for that 
maximum supply pressure. 
The loads used to do the simulation were equal to 
the maximum forces that the actuators can generate. 
The FEM simulation was also carried out 
considering a mass of the patient’s leg equal to 25 kg. 
The stresses due to the patient’s movement are 
both in the sagittal plane and in the frontal plane, 
during the unloaded gait cycle. 
 
The little movements in the frontal plane 
generate a lateral deformation on P.I.G.R.O. leg. 
The simulation was carried out with the load a) 
and then with the load b) and finally with the two 
loads applied together. 
The load a) and the load b) are shown in Figure 5. 
In particular the load a) simulates the forces 
generated by the patient during the unloaded gait 
cycle (equal to 200 N during the simulation, 
distributed on the element that here simulates the 
femur). 
The load b) considers some lateral forces 
imposed by the patient to the P.I.G.R.O. leg structure 
during the unloaded walking. 
 
 




Applying a load generating a lateral deformation, 
a lateral displacement of the P.I.G.R.O. leg structure 
in the end of the model here presented about 132 
mm (and 180 mm where there is the patient’s foot) 
was evaluated. 
This allows to consider a deformation stronger 
than a real possible one. 
The patient’s opposition to the movement guided 
by the exoskeleton can be due to the weight of the 
patient’s leg, to some random stiffening arising in the 
patient’s muscles during the training, to the muscles 
forces generating by the patient when he was doing 
the gait cycle. 
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All of these forces together cannot generate an 
action higher than the pneumatic actuators one, 
when the patient is fully guided by the exoskeleton.  
From these simulations some maximum stress 
values, equal to 450 MPa on the spring steel material 
(yield strength load equal to 1000 MPa), were 
verified. 
A study applying both load a) and load b) 
together was also carried out. In this case the 
maximum stresses were also verified in the parts in 
spring steel material, but, in any case, they are about 
the 50% of the maximum values allowed by the 
material. 
The area of the locking (close to the rear handle 
of P.I.G.R.O.) was also verified and this analysis gave 
a positive result too. 
Due to the flexibility of the structure here 
considered, the software shows sometimes a 
saturation condition in solving the analysis. So the 
values both of load a) and load b) are divided by a 
constant value and the results obtained have then to 
be multiplied by 10.  
In the Figures 6a) and b) the violet arrow-shaped 
objects simulate the forces generated by the 
patient’s in the sagittal plane. 
In these cases the parts in spring steel are very 
stressed but in any case the tensions are under the 
yield strength load of the material. 
In the Figure 6a the patient’s leg applies to 
P.I.G.R.O. leg structure some forces in the sagittal 
plane (violet arrow-shaped objects). 
It can be seen that the parts in spring steel 
material are more stressed. 
The Figure 6b) shows the lateral displacement in 
the P.I.G.R.O. leg during the functioning of the 




Figure 6 a): Von Mises tensions 
 
In particular Figure 6b) shows the displacement 
under the lateral force applied in the patient’s calf 
area, while Figure 6c) shows the displacement under 
the loads a) and b) applied together and under of the 
forces due to the patient’s step gait cycle. Figure 6d) 
shows the equivalent tension under some lateral 
forces. In this case during the simulation a 
deformation was imposed and then the resistance of 
the material more stressed (that is the part in spring 
steel) was verified. 
 
 
Figure 6 b):  Static displacement under lateral forces 
applied in the tibia area   
 
 
Figure 6c):  Static displacement under the action of 
the loads a) and b) applied together and under the 
action of the forces generated by the patient during 
the gait cycle  
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Figure 6d):  Von Mises tensions with lateral 
deformation 
Figure 6:  Some results from FEM simulation (a) Von 
Mises tensions; b) Static displacement; c) Static 
displacement; d) Von Mises tensions with lateral 
deformation 
 
The FEM analysis here presented is useful to 
establish a method to verify the exoskeleton 
structure when it is under the forces given by the 
pneumatic actuators and by the patient.  In any case 
the study gives a good model of the leg of the 
exoskeleton in a CAD software and FEM analysed. 
The results obtained are good and show the 
efficiency of the materials selected for the rigid parts 
of P.I.G.R.O. legs, the proper configuration of the 
pneumatic cylinders, fixed with the principle of the 
agonistic-antagonistic muscles, a method to study 




This paper shows the main characteristics of the 
active exoskeleton P.I.G.R.O. having an electro-
pneumatic control. 
In particular it is here presented a preliminary 
FEM analysis of a leg of the exoskeleton. Using this 
analysis the characteristics of stress and 
deformation were verified during the use of the 
exoskeleton with the patient fully unloaded and with 
this configuration of the pneumatic actuators.  
The results obtained are good and show the 
safety of the device. 
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